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Acceleration of ASL-Based Time-Resolved MR
Angiography by Acquisition of Control and Labeled
Images in the Same Shot (ACTRESS)

Yuriko Suzuki ,1,2* Noriyuki Fujima,3 Tetsuo Ogino,2 James Alastair Meakin,4

Akira Suwa,2 Hiroyuki Sugimori,5 Marc Van Cauteren,6 and Matthias J. P. van Osch1

Purpose: Noncontrast 4D-MR-angiography (MRA) using arterial

spin labeling (ASL) is beneficial because high spatial and tempo-

ral resolution can be achieved. However, ASL requires acquisi-

tion of labeled and control images for each phase. The purpose

of this study is to present a new accelerated 4D-MRA approach

that requires only a single control acquisition, achieving similar

image quality in approximately half the scan time.
Methods: In a multi-phase Look-Locker sequence, the first

phase was used as the control image and the labeling pulse

was applied before the second phase. By acquiring the control

and labeled images within a single Look-Locker cycle, 4D-

MRA was generated in nearly half the scan time of conven-

tional ASL. However, this approach potentially could be more

sensitive to off-resonance and magnetization transfer (MT)

effects. To counter this, careful optimizations of the labeling

pulse were performed by Bloch simulations. In in-vivo studies

arterial visualization was compared between the new and con-

ventional ASL approaches.

Results: Optimization of the labeling pulse successfully mini-

mized off-resonance effects. Qualitative assessment showed

that residual MT effects did not degrade visualization of the

peripheral arteries.
Conclusion: This study demonstrated that the proposed

approach achieved similar image quality as conventional

ASL-MRA approaches in just over half the scan time. Magn
Reson Med 79:224–233, 2018. VC 2017 The Authors Magnet-
ic Resonance in Medicine published by Wiley Periodicals,
Inc. on behalf of International Society for Magnetic Reso-
nance in Medicine. This is an open access article under
the terms of the Creative Commons Attribution NonCom-
mercial License, which permits use, distribution and

reproduction in any medium, provided the original work is
properly cited and is not used for commercial purposes.
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INTRODUCTION

Evaluation of cerebrovascular hemodynamics provides
crucial information for accurate diagnosis, treatment selec-
tion, and follow-up of diseases such as arteriovenous mal-
formation, arteriovenous fistula, and steno-occlusive
disease. Recently, there has been an increasing number of
clinical reports using arterial spin labeling (ASL) for
noncontrast-enhanced (CE) magnetic resonance angiogra-
phy (MRA) (1–6), mainly due to the possibility of time-
resolved (4D) MRA as well as vessel specificity by restrict-
ing the labeling to a single vessel (7,8).

4D-MRA can be achieved by acquiring images with differ-
ent postlabeling delays (PLDs), for example, by using a
Look-Locker readout (9). The benefits of 4D-MRA using ASL
is that injection of the contrast agent is not required and that
both high temporal and spatial resolution can be achieved.
Unlike CE-MRA, which must capture the quick first passage
of the contrast agent and therefore suffers from a compro-
mise between temporal and spatial resolution, labeling of
arterial blood can be repeated until sufficient data are
acquired to achieve both high temporal and spatial resolu-
tion, thus enabling detailed visualization of arterial flow
hemodynamics by ASL. To achieve this advantage, ASL-
based 4D-MRA usually requires a longer acquisition time
than CE-MRA. A second reason for the longer acquisition
time of ASL-based 4D-MRA is that ASL techniques require
the acquisition of two images: one in which the arterial
blood is inverted (labeled image) and in the other in which
the arterial blood is not inverted (control image). By subtrac-
tion of these two images, the background static tissue signal
is cancelled out and the inflow of the labeled arterial blood
is visualized. The mean acquisition time of previously
reported ASL-based 4D-MRA is approximately 7 minutes
(5min–8.5min) (1–6), which is not always fast enough to
enable its use in clinical protocols.

In this paper, we present a novel, ASL-based 4D-MRA
technique, named ACTRESS (ACquisition of conTRol and
labEled image in the Same Shot), which nearly halves the
acquisition time by restricting image acquisition to only the
labeled condition. Subtraction can be performed by shifting
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the labeling pulse to the second phase of the Look-Locker
readout and using the first phase as the control image (Fig.
1). However, this approach potentially could induce several
artefacts because the subtraction is performed between
images acquired in different phases of the Look-Locker
readout. Moreover, the control image acquired with this
approach might not perfectly cancel out the magnetization
transfer (MT) effects, unlike conventional ASL sequences
designed to keep label and control images as identical as
possible with a similar level of MT effects.

The purpose of this paper is to optimize ACTRESS
MRA so that it enables generation of 4D-MRA images of
a similar quality to the conventional ASL sequence in
nearly half the scan time while avoiding possible arte-
facts caused by the absence of the separate acquisition of
control images. This approach can significantly improve
the clinical usability of 4D-ASL due to shorter scan
times, which also reduces the occurrence of motion arte-
facts associated with longer scan duration.

METHODS

Introduction of the ACTRESS-Sequence

The principle of ACTRESS-MRA is illustrated in Figure 1.
The sequence consists of a 3D multi-shot, multi-phase
(multi-PLD) Look-Locker readout in combination with a
spatially selective labeling pulse, which is applied prior to
the readout of the second phase. It is assumed that the
image acquired in the first phase does not have a contribu-
tion from labeled blood and therefore can be employed as
a control image. In the second and later phases, arterial
blood that has been inverted by the labeling pulse will
flow into the arterial system, thereby reducing the signal
from blood. 4D-MRA images can be generated by

subtracting all labeled images (2nd–Nth phase) from the
single control image, that is, the first phase. By choosing a
long-enough cycle duration, all labeled blood has left the
arterial system before the next control phase is acquired.
The ACTRESS approach acquires all images necessary to
generate 4D-MRA in approximately half the scan time of a
conventional ASL approach because by employing the first
phase as control image it is no longer necessary to acquire
a full, separate set of control images.

For this approach to render similar image quality to the
conventional ASL approach, the signal from static tissue
should be constant over all phases so that the signal from
static tissue will cancel upon subtraction between the first
phase image and all subsequent phases. To be more specific,
the spatially selective labeling pulse played out before the
second readout should have no or minimal influence on the
imaging volume. However, when a labeling pulse is applied
proximal to the imaging volume, the labeling pulse might
affect off-resonant magnetization within the imaging region,
depending on the bandwidth (BW) of the labeling pulse and
applied slab-selection gradient strength during the pulse,
which combined will be referred to as off-resonance effects
in this paper. When keeping the labeling thickness equal, a
radiofrequency (RF) pulse with narrower BW will be com-
bined with a smaller selection gradient, thereby leading to a
smaller frequency difference between labeling and imaging
regions and thus severer off-resonance effects on imaging
region. Possible regions of off-resonance effects include fat
and tissue surrounding the paranasal sinuses. Such an influ-
ence would result in changes of the static tissue signal after
the labeling pulse and recovery in the following phases,
leading to subtraction artefacts. In a conventional ASL
sequence, such off-resonance effects are avoided by saturat-
ing the imaging slices before and after the labeling pulse.

FIG. 1. Basic sequence diagram of ACTRESS (acquisition of control and labeled images in the same shot) approach. A spatially selec-
tive labeling pulse is applied prior to the second phase readout, whereas the first phase is employed as the control image. By subtract-

ing all labeled images from the single control image, 4D MR-angiography images are generated.
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For ACTRESS, however, saturation pulses cannot be used
because the signal from static tissue should be as constant as
possible over all phases to avoid subtraction artefacts. Simi-
larly, on-resonant tissue can show subtraction artefacts
when the inversion profile of the labeling pulse is not sharp
enough and the tissue magnetization inside the imaging vol-
ume is directly affected by the labeling pulse. Finally, MT
effects from the labeling pulse could affect the static tissue
signal. In conventional ASL, MT effects are eliminated by
using a noninverting control pulse with the same RF power
for the control condition so that MT effects will be similar
between label and control images and therefore subtracted
out. For pulsed ASL (PASL) techniques, application of a
postlabeling saturation pulse helps to eliminate residual MT
effects even further. However, to minimize MT effects in
ACTRESS-MRA for which no RF pulse is applied for the
control condition and a postlabeling saturation pulse cannot
be applied, RF energy for the labeling pulse should be kept
as low as possible. Considering all these potential issues,
the labeling RF pulse should be optimized to 1) exhibit min-
imal off-resonance; 2) exhibit minimal MT effects; 3) pro-
vide an excellent labeling efficiency; and 4) provide a sharp
profile. In this study, we will consider both hyperbolic
secant (HS) (10) as well as frequency offset corrected inver-
sion (FOCI) (11) pulses for performing the labeling.

Optimization of the Labeling RF Pulse

The HS inversion pulse is one of the most commonly
used adiabatic labeling pulses for PASL. It enables uni-
form inversion over a wide range of B1 amplitudes and
can be described by

BHS
1 ðtÞ ¼ ½A0sechðbtÞ�1þim; [1]

in which A0 is the maximum B1 field; b is the angular
frequency that determines the truncation level; and m is
a dimensionless scaling parameter that defines the
degree of phase modulation (12,13). The BW of the HS
inversion pulse can be calculated to be

Df ¼ mb=p : [2]

For convenience of RF pulse implementation, the param-
eter bnorm was introduced (defined as

bnorm¼ b�RFdur=2; [3]

with RFdur the duration of the RF pulse in seconds).
A disadvantage of the HS pulse is that the BW is rather

narrow and therefore is prone to exert large off-resonance
effects, which therefore might be less ideal for our single
acquisition approach. The FOCI pulse is a modification of
the HS inversion pulse (11,14–16), which provides a sharp-
er inversion profile as well as a broader BW by multiplying
the RF amplitude, frequency modulation, and gradient
amplitude with an additional modulation function a(t),

AFOCI ðtÞ ¼ aðtÞ �AHSðtÞ

DvFOCI ðtÞ ¼ aðtÞ � DvHSðtÞ

GFOCIðtÞ ¼ aðtÞ � GHS

aðtÞ ¼
coshðbtÞ when coshðbtÞ < amax

amax otherwise
;

8<
:

[4]

in which GHS is the selection gradient amplitude used
for the HS pulse. In this study, an additional Gaussian

modulation is applied to the amplitude modulation aim-

ing for further improvement of the slab profile,

AFOCI ðtÞ ¼ aðtÞ �AHSðtÞ � expð�GG2� t2Þ; [5]

in which GG2 is a parameter that defines the strength of

Gaussian modulation.
Bloch equation simulations were performed in MatLab

(MathWorks, Natick, MA, USA) using the maximum B1

amplitude of 13.47 mT allowed on our clinical 3.0 telsa

(T) scanner. The inversion profile, off-resonance effects,

and labeling efficiency of HS and FOCI pulses were

investigated while optimizing the RF pulse parameters;

bnorm; m and RF integral (defined as

RF integral ¼ g

ZRF dur

0

AðtÞdt; [6]

corresponding to the RF energy needed to achieve a cer-

tain flip angle by a simple nonadiabatic RF pulse) for

both the HS and FOCI pulses, and amax and GG2 for the

FOCI pulse. The time-varying BW of FOCI pulse DfFOCI(t)

was calculated from the time-varying gradient GFOCI(t),

the labeling slab thickness Dz, and gyromagnetic ratio g,

Df FOCI ðtÞ ¼ gGFOCI ðtÞDz; [7]

and its mean value was defined as the effective BW of

the FOCI pulse to reduce the resulting off-resonance

effects. The default settings on our scanner for bnorm, m,

and RF integral of the HS labeling pulse for the signal

targeting with alternating radio frequency (STAR)

sequence (17) are 4.0, 5.0, and 850, respectively. These

values were used for comparison and will be referred to

as default settings. In this simulation, the labeling slab

thickness was set to 100 mm, and the T1 and T2 value of

1,450 ms and 85 ms, which were approximate mean value

of gray matter and white matter in 3T (18), were used.

In Vivo Healthy Volunteer Study

The study was approved by the local institutional review

board, and all volunteers provided written informed

consent before inclusion into this study. A total of six

volunteers (male¼ 2, female¼ 4, mean age¼ 31 years

[range,19–62 years]) without known cerebrovascular

disease participated in the study.
Following the results of the Bloch equation simulation

(see Results/Discussion section), an in vivo healthy vol-

unteer study was performed using the optimized HS-

and FOCI-labeling pulses focused on finding the optimal

inversion thickness of the labeling slab. Also, the images

acquired with the ACTRESS sequence were compared to

a traditional ASL-based 4D-MRA sequence (STAR), with

similar imaging parameters.
The thickness of the labeling slab was set to 80, 100,

120, 160, and 200 mm, whereas the gap between the

labeling and imaging volume was fixed at 20 mm. Care

was taken to select the appropriate polarity of the vol-

ume selection gradient of the labeling pulse to avoid off-

resonance effects of the fat within the imaging volume.
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For the first volunteer, the default settings of the HS
labeling pulse were used and compared to the optimized

HS and FOCI pulses. However, because severe off-

resonance effects were observed with the default HS

pulse (see Fig. 4), only the optimized HS and FOCI
pulses were used for the other five volunteers. For these

five volunteers, 4D-MRA using the STAR sequence was

added for comparison. Table 1b shows the RF pulse
parameters used for the first and other five volunteers.

All MR scans were performed on a Philips 3.0T

Ingenia scanner (Philips, Best, The Netherlands) using a

32-channel head coil. Other imaging parameters were as

follows: multi-shot multi-phase Look-locker readout,
with 3D turbo field echo planar imaging (TFEPI)

sequence (TFE factor of 13 in feet–head direction and

EPI factor of 5 in right–left direction); field of
view¼220 mm; scan matrix¼ 176� 176, reconstructed as

256� 256 by zero-filling; and 70 slices with thickness

of 1.3 mm were acquired and reconstructed as 140 slices

of 0.65 mm, sensitivity encoding (SENSE) factor¼ 2.3 in
right–left direction and 1.2 in feet–head direction, echo

time/repetition time¼ 4.9/13.0 msec, and flip

angle¼ 10 �. A total of 12 phase images (the first phase

acts as the control image, and other 11 are labeled
images) were acquired with an interval of 200 msec,

resulting in PLDs between 49 msec and 2049 msec. The

duration of the Look-Locker readout cycle was set to 2.4
seconds. Before starting the actual acquisition of the

data, one dummy cycle consisting of 12 Look-Locker

phases was performed to reach steady-state. Scan time

was 3:40 min. Parameters for 4D-MRA using the STAR

sequence were identical to the parameters of ACTRESS,

except the number of phases being set to 11 to acquire

the same number of subtracted image as ACTRESS MRA.

The scan time of the STAR sequence was 6:50 minutes.

Image Processing of In Vivo Data

First, magnitude subtraction of all labeled images (2nd–

Nth phase; N¼ 12) from the control image acquired dur-

ing the first phase of the sequence was performed. Maxi-

mum intensity projection (MIP) images for each temporal

phase were generated in sagittal, transverse, and coronal

directions.
To assess MT effects of the tested labeling pulses, the

signal intensity of the background brain tissue on the

subtracted images was measured through all temporal

phases. For each volunteer, MIPs were produced across

all temporal phases for each slice (temporal MIP), and

two regions of interest (ROIs) were manually drawn on

the left and right side of the brain on the 10th, 20th,

30th, 40th, and 50th slice, avoiding obvious vessels and

artefacts. These 10 ROIs were copied to the original,

non-MIP images, and the mean value was calculated as a

function of PLD.
To investigate the relation between the labeling slab

thickness and the bolus shape of the labeled blood, sig-

nal intensity in the M3 segment of both middle cerebral

Table 1
RF Parameters Used in the Bloch Equation Simulation (a) and In Vivo Study (b)

bnorm b (s�1) m amax GG2 RF Integral BW (Hz) RF Duration (ms)

a.
HS 4.0 741.9 5.0 850 1180.8 10.8

6.0 754.9 5.0 850 1204.7 15.9
8.0 759.0 5.0 850 1207.9 21.1
6.0 754.9 7.5 850 1807.1 15.9

6.0 754.9 10.0 850 2409.5 15.9
6.0 754.9 12.5 850 3011.8 15.9

6.0 754.9 15.0 850 3614.2 15.9
6.0 714.9 10.0 900 2275.6 16.8
6.0 677.3 10.0 950 2155.8 17.7

6.0 643.4 10.0 1000 2048.0 18.7
FOCI 6.0 756.9 5.0 1.0 0.0 850 1204.7a 15.9

6.0 1138.2 5.0 2.0 0.0 850 3352.2a 10.5

6.0 1337.8 5.0 3.0 0.0 850 5519.0a 9.0
6.0 1476.6 5.0 4.0 0.0 850 7692.8a 8.1

6.0 1321.2 5.0 4.0 0.0 950 6883.0a 9.1
6.0 1195.3 5.0 4.0 0.0 1050 6227.5a 10.0
6.0 1091.4 5.0 4.0 0.0 1150 5686.0a 11.0

6.0 1004.1 5.0 4.0 0.0 1250 5231.1a 12.0
6.0 1330.6 5.0 4.0 1.0 850 6932.4a 9.0

6.0 1217.4 5.0 4.0 2.0 850 6342.6a 9.9
6.0 1126.4 5.0 4.0 3.0 850 5868.5a 10.7

b.

Default HSb 4.0 741.9 5.0 850 1180.8 10.8
Optimized HS 6.0 643.4 10.0 1000 2048.0 18.7

Optimized foci 6.0 1168.3 3.0 4.0 1.2 950 3652.1a 10.3

aEffective BW calculated using equation [7].
bAlso used for STAR sequence.

BW, bandwidth; FOCI, frequency offset corrected inversion; HS, hyperbolic secant; RF, radiofrequency; STAR, signal targeting with alternating
radio frequency.
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arteries was measured. A MIP image across all phases in

the transverse orientation was generated (4D-MIP). On

one of them, two ROIs were manually drawn to indicate

the M3. In these ROIs, 20 pixels with the highest signal

intensity were chosen, and the mean signal intensity

curves over all temporal phases were obtained.
Finally, a qualitative comparison of image quality and

visualization of arteries was performed between

ACTRESS-MRA and 4D-MRA acquired using the STAR

sequence by a board-certified neuroradiologist with 12

years of experience (N.F.). The scoring system was as

following:

� Visualization of peripheral arteries, superficial tem-

poral artery (STA), and occipital artery (OA):

4¼ excellent, 3¼ good, 2¼moderate, 1¼poor
� Noise from the background tissue and off-resonance

artefacts:

3¼ almost no noise/artefacts, 2¼ slight degree of

noise/artefacts with no influence for diagnosis, 1¼
certain degree of noise/artefacts with influence for

diagnosis

RESULTS

Optimization of the Labeling RF Pulse

Table 1a shows the simulated values of BW and RF dura-

tion produced by changing the RF pulse parameters.

When varying bnorm while keeping m and the RF integral

fixed at default settings of 5.0 and 850, respectively, a

higher bnorm prolonged the RF pulse duration in a nearly

linear relationship because the maximum B1 amplitude

was limited by that of the MRI scanner. Due to the con-

comitant increase in pulse duration, the increase of BW,

which would help to reduce the off-resonance effects,

was limited. Therefore, similar inversion profiles and

off-resonance effects were observed for bnorm of 4.0, 6.0,

and 8.0 (Fig. 2a). For further optimization, bnorm was set

to 6.0 with a truncation level of 0.5% of the maximum

HS amplitude and RF duration of 15.9 ms (for an RF

integral of 850), both which are presumed not to generate

degradation of the slice profile. A higher value of m
resulted in an increase of BW. However, the simulated

inversion profile showed reduced labeling efficiency

with higher m (Fig. 2b), which can be counteracted by

increasing the RF integral (Fig. 2c). Based on these

results, bnorm of 6.0, m of 10.0, and an RF integral of

1,000, which resulted in RF duration of 18.7 ms, were

used as the optimized HS pulse in the in vivo studies.
A higher value of amax resulted in wider effective BW,

although larger distortions were observed in the simulat-

ed inversion profile (Fig. 2d). These distortions were

reduced with higher RF integral (Fig. 2e). The distortions

also could be minimized (Fig. 2f) by increasing the level

of the GG2. However, too high values in GG2 resulted in

asymmetrical distortion when off-resonance effects were

included in the simulations (Fig. 2g). Based on these

observations, several combinations of RF parameters

were tested in the preliminary study (data not shown),

and the following parameters were determined as the

optimized FOCI pulse for further investigation in the in

vivo studies: bnorm¼ 6.0, m¼ 3.0, amax¼4.0, GG2¼ 1.2,
and RF integral¼ 950. Optimized RF parameters and
simulated inversion profiles are shown in Table 1b and
Figure 3 for comparison with the default settings.

In Vivo Studies

Figure 4 shows that severe signal elevation was observed
in off-resonant regions, such as tissue surrounding the
paranasal sinuses and the petrous part of the temporal
bone when the HS labeling pulse with the default set-
tings was used. Similar artefacts only were present for
the optimized HS pulses when a labeling slab of 200-mm
thickness or thicker were employed. With the optimized
FOCI pulses, no off-resonance artefacts were observed in
any of the volunteers.

Figure 5a shows how the background static tissue sig-
nal varied over the readout phases for the different RF
pulses, as measured in the first volunteer. Increased stat-
ic tissue signal intensity was observed in the first few
phases, which can be attributed to MT effects by the
labeling pulse. These background signal changes were
smaller for the optimized HS and FOCI pulses as com-
pared to the HS pulse with the default settings. Figures
5b and c depict the averaged data over all six volunteers,
showing that weaker MT effects were observed for a
thinner labeling slab. This might be attributed to the
stronger selection gradient employed for the thinner
labeling slabs, which causes larger frequency offsets of
the applied RF pulses.

Figure 5d shows the averaged signal intensity time
courses, as measured in the M3 segment using the
default HS, optimized HS, and FOCI pulses. The
optimized HS and FOCI pulses generated very similar
arterial signal, whereas the default HS pulse showed
slightly lower signals during the peak of the bolus curve
(Fig. 5d). For both optimized pulses (Figs. 5e and f), a
thinner labeling slab of 80 and 100 mm resulted in lower
maximum signal intensity, as well as smaller full-width
half-maximum of the bolus curve. However, results from
thicker labeling slabs of 160 and 200 mm did not differ
significantly from the 120-mm labeling slab thickness,
presumably due to the limited range of the body transmit
coil.

The results of the qualitative comparison of image
quality and visualization of arteries between ACTRESS-
MRA and 4D-MRA using the STAR sequence are shown
in Table 2, and Figure 6 shows example images from a
representative volunteer. These images demonstrate that
the ACTRESS approach can provide visualization of the
dynamic passage of labeled blood flow through the vas-
cular tree of a similar quality to the standard STAR
sequence. This similar performance was corroborated by
the observer study, which showed no difference in quali-
tative scoring measures between ACTRESS and the con-
ventional ASL technique (STAR). Slightly reduced
visibility of peripheral arteries was observed for
ACTRESS-MRA, with thickness of 80- and 100-mm
labeling slab thickness as compared to 120, 160, and
200 mm, as well as the STAR images. Similarly, labeling
slab thicker than 120 mm did not have an obvious bene-
fit for visualization of the STA, OA, or the peripheral
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arteries as compared to the labeling slab of 120 mm. In fact,

the visibility of OA was slightly weaker for ACTRESS-

MRA for a labeling thickness of 160 and 200 mm as com-

pared to 120-mm thickness.
In one of the five volunteers, slight motion was observed

in the image acquired with the STAR sequence, resulting

in reduced visibility of the peripheral arteries.

DISCUSSION

In this study, we have presented a new ASL-based 4D-

MRA technique, ACTRESS, which nearly halves the

acquisition time of the conventional sequence by acquir-

ing the labeled and control images in a single Look-Locker

readout cycle. This brought down the typical acquisition

time of a 4D-MRA sequence from approximately 7 to 3.5

minutes, which in clinical practice could be the difference

between inclusion or exclusion of a 4D-MRA sequence in

an examination protocol. We optimized the labeling RF

pulse to minimize potential artefacts, and our observer

FIG. 2. Simulated inversion profile curves. (a) HS pulse, varying bnorm with fixed m and RF integral at default settings of 5.0 and 850. (b)

HS pulse with varying m (bnorm¼6.0, RF integral¼850). (c) HS pulse with varying RF integral (bnorm¼6.0m¼10.0), (d) FOCI pulse with
varying amax (bnorm¼6.0 m¼5.0, RF integral¼850, GG2¼0.0), (e) FOCI pulse with varying RF integral (bnorm¼6.0 m¼5.0, amax¼4.0,
GG2¼0.0), (f) FOCI pulse with varying GG2 (bnorm¼6.0m¼5.0, RF integral¼850, amax¼4.0) at on-resonance, and (g) off-resonance of

3.4 ppm. For all graphs, solid line and dashed line represent on-resonance and off-resonance of 3.4 ppm, respectively. FOCI, frequency
offset corrected inversion; HS, hyperbolic secant; RF, radiofrequency.

FIG. 3. Simulated inversion profile of HS pulse with default settings,
optimized HS pulse, and optimized FOCI pulse. Solid line and dashed
line represent on-resonance and off-resonance of 3.4 ppm, respec-

tively. Radiofrequency parameters are shown in Table 1b. FOCI,
frequency offset corrected inversion; HS, hyperbolic secant.
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study demonstrated that the ACTRESS-MRA achieved a
very similar image quality to the standard ASL 4D-MRA.

To provide a comparable image quality to the standard
ASL 4D-MRA, careful optimization of the labeling pulse
was required. As compared to the HS pulse, the FOCI
pulse with use of the Gaussian modulation allowed more
flexible optimization. Because of the relatively low,
maximally allowed B1 amplitude of 13.5 mT of our clini-
cal 3.0T scanner when using the body coil for RF pulse

transmission, FOCI pulses with higher value of amax

showed a distorted inversion profile in the simulation
results. Such distortions could be minimized by use of
higher maximum B1 amplitude, which is not allowed by
the employed scanner, or by increasing the RF integral.
However, these improvements would be achieved at the
expense of increased MT effects. By applying the
Gaussian modulation, the distortion of the inversion pro-
file was reduced without a concomitant increase of MT

FIG. 4. Severe signal elevation was
observed at tissue surrounding the

paranasal sinuses (yellow arrows)
and the petrous part of the tempo-

ral bone (red arrow heads) when
the HS labeling pulse with the
default settings was used. Similar

artefacts were only present for the
optimized HS pulses when 200-

mm thick (or thicker) labeling slabs
were employed. With the optimized
FOCI pulses, no off-resonance arte-

facts were observed in any of the
volunteers. FOCI, frequency offset

corrected inversion; HS, hyperbolic
secant.

FIG. 5. Signal intensity curves over the readout phases acquired from in vivo study. (a) Background static tissue signal acquired with dif-
ferent RF pulses as measured in the first volunteer. (b) Averaged background static tissue signal over all six volunteers acquired with dif-

ferent labeling slab thickness of the optimized HS pulses and (c) optimized FOCI pulses. d) Arterial signal measured in the M3 segment
using different RF pulses as measured in the first volunteer. (e) Averaged arterial signal over all six volunteers using the optimized HS

pulses and (f) optimized FOCI pulses. FOCI, frequency offset corrected inversion; HS, hyperbolic secant; RF, radiofrequency.
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effects, although very strong Gaussian modulation induced
asymmetrical distortions at off-resonance. Considering
these observations and the fact that our ACTRESS approach
is sensitive to MT effects, combination of the increase of RF
integral and moderate Gaussian modulation was found to
be optimal for the ACTRESS approach. Potentially, other
adiabatic pulses such as BASSI-pulses (bandwidth-
modulated adiabatic RF pulses for uniform selective satura-
tion and inversion) (19) could achieve similar or even

slightly better results, which could be tested for future
implementations.

After the optimization of the labeling pulse, our in
vivo study showed that the artefacts due to the off-
resonance effects were minimized by increasing the BW
of the HS labeling pulse, and completely annulled by
use of the FOCI pulse. Furthermore, it was found that
optimization of the labeling pulse was accompanied by a
reduction of MT effects in the static tissue. For both

FIG. 6. Example images of ACTRESS-MRA and conventional 4D-MRA using the STAR sequence. ACTRESS, acquisition of control and
labeled images in the same shot; FOCI, frequency offset corrected inversion; MRA, MR angiography; STAR, signal targeting with alter-

nating radio frequency.

Table 2
The Scores of the Qualitative Comparison of Image Quality and Visualization of Arteries between ACTRESS-MRA and Conventional

4D-MRA Using the STAR Sequence

Thickness
(mm)

Visualization of
Peripheral Arteries

Visualization
of STA

Visualization
of OA

Noise on the
Background Tissue

Off-Resonance
Artefacts

ACTRESS
(optimized HS)

80 3.2 3.8 3.6 2.8 3.0
100 3.8 3.8 3.6 2.8 3.0
120 4.0 3.8 3.6 2.8 3.0

160 4.0 3.8 3.4 2.8 2.4
200 4.0 3.8 3.4 2.8 1.6

ACTRESS
(optimized FOCI)

80 3.0 3.8 3.6 2.8 3.0
100 3.6 3.8 3.6 2.8 3.0
120 4.0 3.8 3.6 2.8 3.0

160 4.0 3.8 3.4 2.8 3.0
200 4.0 3.8 3.4 2.8 3.0

STAR 300 3.8 3.8 3.8 2.8 3.0

ACTRESS, acquisition of control and labeled images in the same shot; HS, hyperbolic secant; MRA, MR angiography; OA, occipital
artery; STA, superficial temporal artery; STAR, signal targeting with alternating radio frequency.
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optimized HS and FOCI pulses, a wider range of fre-
quency sweeps was applied to achieve a wider BW as
compared to the default settings, and we can deduce that
the MT effects within the imaging volume were reduced
due to these larger frequency offsets. Control for MT
effects is especially essential for perfusion imaging such
that the signal intensity of the subtracted image reflects
only the inflow of labeled arterial blood, hereby enabling
accurate estimation of the cerebral blood flow (CBF).
However, the prime goal of 4D-MRA is visualization of
blood flow within the vasculature, which allows for
some background signal to be present if it does not
obscure visualization of the small vessels. The observer
study demonstrated that the remaining MT effects for the
optimized HS and FOCI pulses did not degrade visuali-
zation of peripheral arteries in ACTRESS-MRA. Howev-
er, it should be noted that for now this approach is
applicable only for 4D-MRA, whereas for perfusion imag-
ing it will be difficult to use the same approach because
it will be more sensitive to MT effects due to the much
lower perfusion signal compared to the intensity of back-
ground tissue.

In our in vivo study, artefacts due to the off-resonance
effects only were observed when using the optimized HS
pulse with a slab thickness of 160 and 200 mm. Because
the in vivo study indicated that the labeling slab with
thickness of 160 and 200 mm did not provide any improve-
ment in visualization, it seems there is no benefit of using
a labeling slab thicker than 120 mm. Considering this fact,
it can safely be said that the optimized HS pulse removed
the off-resonance artefacts as effectively as the optimized
FOCI pulse in our study. However, when subjects have rel-
atively larger paranasal sinuses, it could cause larger off-
resonance, and artefacts may appear even with a labeling
thickness of 120 mm. To minimize the risk of artefacts, the
use of FOCI pulses is recommended to achieve wider BW.

In the ACTRESS approach, it is assumed that the image
acquired in the first phase does not have any labeled blood
present to enable the use of the first phase image as the
control image. However, this assumption could fail if the
Look-Locker multi-phase acquisition is terminated before
all labeled blood has disappeared from the arterial vessels
by flow and/or decay of the labeling due to T1 relaxation. If
labeled blood were still present in the arterial vessels, this
will cause reduced signal intensity from those arteries in
the control image because the last phase of the Look-
Locker readout is immediately followed by the first phase
of the next Look-Locker readout cycle. Therefore, it is
important to set the Look-Locker readout cycle duration
long enough such that all labeled blood has flowed away
or disappeared due to T1 relaxation. This requires special
attention in patients who have slow arterial flow and thus
late arrival of label. Due to the cyclic properties of
ACTRESS, an alternative way of presenting the technique
would be that the last phase of the Look-Locker readout is
used as control image with the label pulse played out just
before the readout of the first Look-Locker phase. This
alternative viewpoint might be helpful to understand the
influence of slow flow on the 4D-MRA ACTRESS images.

The idea to minimize the influence of ASL pulses on
the contrast of the control image to enable a shorter total
acquisition time by minimizing the time spent on

measuring control data has been mentioned previously
in literature. An example of such an approach is the un-

inverted flow-sensitive alternating inversion recovery-
technique (UNFAIR) (20). In this technique, spins in the
imaging region experience 360-degree rotation by two
inversion pulses for the label as well as the control con-

dition. A small residual saturation of these spins will
fully recover after a long enough PLD; the authors did
suggest that any image acquired with the same imaging
parameters without labeling pulse could serve as control

image in this technique. However, this approach has not
seen frequent application in recent literature or clinical
protocols.

CONCLUSION

A novel accelerated time-resolved ASL-MRA technique,
ACTRESS, has been introduced. The labeling pulse was
optimized to avoid artefacts due to off-resonance effects
while also achieving a minor reduction of MT effects.

Qualitative assessment demonstrated that ACTRESS-
MRA is capable of producing a 4D-MRA image quality
similar to conventional ASL 4D-MRA in close to half the
scan time. This approach improves the clinical usability

for many cerebrovascular diseases.
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