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DNA was isolated and analysed. The ddPCR detection limit was approximately 1–2 bacteria or fungi
per ddPCR reaction. In total, 45 blood samples were
collected from patients, of which 15 (33%) presented
with positive blood cultures. The overall sensitivity
of ddPCR was 80% (95% CI 52–96) and speciﬁcity
87% (95% CI 69–96). In conclusion, the ddPCR technique has considerable potential and is able to
detect very low amounts of pathogen DNA in whole
blood within 4 h. Currently, ddPCR has a reasonable
sensitivity and speciﬁcity, but requires further
optimization to make it more useful for clinical
practice.

Summary
Introduction
The droplet digital polymerase chain reaction
(ddPCR) is a novel molecular technique that allows
rapid quantiﬁcation of rare target DNA sequences.
Aim of this study was to explore the feasibility of
the ddPCR technique to detect pathogen DNA in
whole blood and to assess the diagnostic accuracy
of ddPCR to detect bloodstream infections (BSIs),
benchmarked against blood cultures. Broad-range
primers and probes were designed to detect bacterial 16S rRNA (and Gram stain for differentiation)
and fungal 28S rRNA. To determine the detection
limit of ddPCR, 10-fold serial dilutions of E. coli and
C. albicans were spiked in both PBS and whole
blood. The diagnostic accuracy of ddPCR was
tested in historically collected frozen blood samples
from adult patients suspected of a BSI and compared with blood cultures. Analyses were independently performed by two research analysts.
Outcomes included sensitivity and speciﬁcity of
ddPCR. Within 4 h, blood samples were drawn, and
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Bloodstream infections (BSIs) are the foremost cause
of death due to infections and signiﬁcantly contribute to
morbidity, prolonged hospital stay and increased healthcare expenditures (Kilgore and Brossette, 2008; Goto
and Al-Hasan, 2013; Rhee et al., 2017; Coopersmith
et al., 2018). Currently, diagnosis of BSIs relies on
blood cultures in order to identify the causative pathogen(s). Although blood cultures are considered the gold
standard, these take ample time to provide guidance
for antimicrobial treatment (Liesenfeld et al., 2014;
Opota et al., 2015). Especially growth rates of daunting
pathogens such as fungi may lead to delays of up to
5 days or more, compared to 1–2 days for most bacteria. This results in a signiﬁcant time window before a
correct diagnosis can be made. Since empirical broadspectrum antibiotic treatment is usually initiated immediately upon admission and later tailored based on culture results, development of microbial resistance is
another important issue (Coopersmith et al., 2018).
Because of its risk for metastatic infection with a possibly lethal course, a rapid diagnosis of BSIs is crucial to
steer treatment and reduce the associated clinical
adversities and cost (Kumar et al., 2006; Huang et al.,
2013; Seymour et al., 2017; Martin-Loeches et al.,
2018).
The use of culture-independent molecular techniques
holds promise to improve BSI diagnostics, and several
assays have become available that allow for a rapid
detection of pathogens in whole blood (Tissari et al.,
2010; Makristathis et al., 2014; Opota et al., 2015;
Stevenson et al., 2016; Pilecky et al., 2018). If proven
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successful, the impact of any culture-independent diagnostic test would be signiﬁcant since early pathogen
detection improves choice of therapy and narrows the
spectrum of antimicrobial coverage, with a reduced risk
for microbial resistance and potential side-effects related
to antimicrobial treatment (Stevenson et al., 2016; Seymour et al., 2017). Unfortunately, most molecular tests
show acceptable speciﬁcity (90–95%), but only moderate
sensitivity (65–85%) (Makristathis et al., 2014; Marco,
2017). This latter notion severely limits the feasibility of
these tests for clinical use where false-negative results
may lead to poor outcomes.
The droplet digital polymerase chain reaction
(ddPCR) is a novel molecular technique that has been
developed to improve the sensitivity and quantiﬁcation
of rare target DNA sequences, for example in liquid
biopsies for cancer monitoring, non-invasive prenatal
testing for genetic abnormalities and detection of DNA
contaminants in bioprocessing (Hussain et al., 2016;
Oellerich et al., 2017; Postel et al., 2018; Zhang et al.,
2018; Wang et al., 2018; Tan et al., 2019; Galimberti
et al., 2019). After DNA isolation, ddPCR generates
approximately 20 000 miniscule droplets, which enriches
target DNA sequences by reducing the competition with
high-copy templates (Fig. S1). Once PCR ampliﬁcation
has been carried out within each of these 20 000 droplets, ﬂuorescent positive and negative droplets are
measured and the concentration of target DNA is determined by a Poisson algorithm. Although ddPCR has
shown to be a technique with potential and has been
used for the detection of speciﬁc pathogens, its use in
the setting of rapid BSI detection has not been explored
yet (Yang et al., 2017; Li et al.,; Song et al., 2018;
Wang et al., 2018). The use of broad-range primers for
the ampliﬁcation of the highly conserved bacterial 16S
rRNA and fungal 28S rRNA, and different ﬂuorescence
dye-labelled probes, enables the detection of BSIs, discrimination between fungal and bacterial infections, and
–in the latter case – speciﬁcation of their Gram stain differentiation or genus (Fig. 1) (Klaschik et al., 2002;
Yang et al., 2002; Vollmer et al., 2008; Wu et al., 2008;
Horvath et al., 2013). Differentiation between these
broad groups may be of interest in patients using central venous catheters, such as intestinal failure patients
depending on lifelong home parenteral nutrition. Here,
repeated catheter replacement due to catheter-related
BSIs may result in loss of venous access options.
Rapid detection of (virulent) bacteria and fungi (mostly
Candida) helps to decide what type of treatment should
be started, but also whether a catheter can be salvaged
or not (Pironi et al., 2016). A (rough) discrimination at
the microbial genus level may also improve catheter
salvage rates in patients with less virulent pathogens by
tailoring antibiotic regimens.

The aim of this study was to evaluate the feasibility
of ddPCR in the setting of rapid BSI diagnostics, by
determining the ddPCR detection limit, and to evaluate
the time to pathogen DNA detection in whole blood. A
second aim was to test the diagnostic accuracy of the
ddPCR by analysing historically collected whole blood
samples from patients suspected of a BSI and compare the results with the current gold standard; blood
cultures.
Results
Feasibility study
Pathogen DNA detection in water and whole blood. In a
single PCR reaction, the ddPCR was able to detect pure
bacterial and fungal DNA (Fig. 2), even after a 100 000
times dilution in water, correlating with a detection of
approximately ﬁve bacteria per ddPCR reaction. As
depicted in Fig. 2, in case of a positive result, a ‘cloud’
of positive droplets was observed above the threshold.
Similar results were found after diluting pathogen DNA in
human DNA (data not shown). The excess of human
DNA did not increase the background signal ‘noise’ for
the negative controls, suggesting that the primer/probe
combinations were highly speciﬁc for bacterial and
fungal DNA.
To determine the ddPCR detection limit, E. coli and
C. albicans were spiked in whole blood and subsequently isolated in a simple DNA isolation procedure,
without pre-isolating pathogens (Fig. 3 and Table S4).
The ddPCR detection limit was below 5 (approximately
1–2) bacteria and 1–2 fungi per ddPCR reaction (approximately one copy of DNA per 40 000 human cells).
The ddPCR detected E. coli in a 10- to 100-fold lower
concentration when compared to qPCR (Fig. 3A). For
C. albicans, no difference was observed between the
detection limits of ddPCR and qPCR (Fig. 3B).
Addition of higher volumes of isolated DNA, from 2 to
8 µl (approximately 100 to 400 ng), to the ddPCR reaction increased the number of positive droplets, without
an increase in negative control droplets (Fig. S2). The
quality of the droplet generation, however, decreased at
a volume of 6 µl (approximately 300 ng) and higher;
both the droplet’s sizes and amplitude of signals varied
greatly.
Subsequently, all available 26 pathogen DNA samples
were tested (Fig. 2). All pathogens were detected using
ddPCR and discriminated by their Gram stain. Remarkably, the amplitude of droplet clouds between pathogens
differed greatly, which made it possible to discriminate
some bacteria at the genus level (Fig. 2A and 2B). Reason for these different amplitudes is a difference in binding efﬁciency of the probes on the pathogen DNA
template; the better a probe ﬁts to the binding site, the
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Blood sample

Bacteria (16S rRNA)

Fungi (28S rRNA)

Primers: PLK1,
PLK2
FUNGIf,
FUNGIrA, FUNGIrB
P
Probe: FungiProbe

Primers: FUNGIf, FUNGIrA, FUNGIrB
Probe: FungiProbe

Gram-positive bacteria

Gram-negative bacteria

Probe: GRAM+

Probe: GRAM–

Fig. 1. Detection of 16S rRNA and fungal 28S rRNA. Use of broad-range primers and probes for bacterial 16S rRNA and fungal 28S rRNA
enables the detection of bloodstream infections, and discrimination between fungal and bacterial infections. The ﬂuorescence dye-labelled
probes GRAM + and GRAM– differentiate between Gram-positive and Gram-negative bacteria.

higher the amplitude of the droplet cloud becomes
(Fig. S3).
An overload of DNA of two pathogens with different
amplitudes resulted in two droplet ‘clouds’ with in
between a third ‘cloud’ (Fig. S4). The latter ‘cloud’ consisted of droplets with signals positive for both pathogens. This effect disappeared in a 10–1000 dilution
series (Fig. S4).
Time to diagnosis. The total time from drawing blood to
detection of both bacteria and fungi amounted to
approximately 4 h, including more than 1 h hands-on
time (60 min DNA isolation, 15 min PCR mixture and
droplet generation), 2 h of ddPCR analysis and 45 min
analysis of ddPCR results.
Diagnostic accuracy study
Patients and blood culture results. Patient demographics
are shown in Table S5. In total, 45 blood samples were
collected from patients suspected of a BSI. Of these, 15
(33%) presented with positive blood cultures (Table 1).
Five (33%) blood cultures showed Gram-positive
bacteria, three (20%) Gram-negative bacteria, three
(20%) contained fungi and four (27%) blood cultures
were polymicrobial.
Blood culture versus ddPCR results. Blood culture and
ddPCR results are summarized in Table 1. In three
patients (#1–3), ddPCR was negative for pathogen DNA,
while blood culture results were positive for either Grampositive or Gram-negative bacteria, or a fungal pathogen
(Table 1). DNA sequencing of these three blood
samples gave negative results. In four patients (#16-19),
ddPCR was positive for pathogen DNA, while blood
cultures remained negative. In these four cases, three
blood samples gave negative DNA sequence results.
Patient #16, however, had a DNA sequence positive for
staphylococcus species, which was in line with ddPCR

result. In three cases (patient #4–6), both blood cultures
and ddPCR were positive, but ddPCR showed different
results. For example, patient #4 and #5 had a fungal
infection based on the blood culture results, while
ddPCR detected additionally Gram-positive and Gramnegative pathogen DNA, respectively. Patient #6 was
positive for Gram-negative bacteria, while blood culture
results showed Gram-positive diphtheroid rods. DNA
sequencing showed Brevibacterium DNA in the patient’s
blood sample, which was in disagreement with both the
blood culture and ddPCR result.
The remaining 35 blood culture results were in line
with ddPCR results. A selection of relevant cases is
shown in Fig. 4.
Diagnostic accuracy of ddPCR. The overall sensitivity
and speciﬁcity of the ddPCR for detecting BSIs (either
bacteria or fungi) was 80% (95% CI 52–96) and 87%
(95% CI 69–96) respectively (Table 2). Similar results
were found for the detection of bacteria. Differentiation
between Gram-positive and Gram-negative bacteria
resulted in a lower sensitivity (71% and 67%), but higher
speciﬁcity (89% and 92%). For fungi detection, ddPCR
sensitivity was 60% (95% CI 15–95) and speciﬁcity
100% (95% CI 91–100).

Discussion
In this study, we report the development of a novel diagnostic broad-spectrum tool for rapid detection of bacteria
and fungi in the setting of BSIs, based on the ddPCR
technique. Besides its feasibility to detect pathogen DNA
within a short time span, we also showed that ddPCR
has a reasonable sensitivity and speciﬁcity to identify
pathogens from whole blood.
The advantage of this ddPCR assay is its sensitive
culture-independent nature, based on pathogen DNA
extraction directly from whole blood. It is a non-
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(A)

Gram-posive bacteria (abbr.)
Enterococcus faecalis (E.fs)*
Enterococcus faecium (E.fm)*
Staphylococcus aureus (S.au)*
Staphylococcus epidermidis (S.ep)*
Staphylococcus warneri (S.wa)
Streptococcus agalacae (S.ag)
Streptococcus pneumoniae (S.pn)*
Streptococcus pyogenes (S.py)

(B)

Gram-negave bacteria (abbr.)
Acinetobacter baumannii (A.ba)*
Citrobacter freundii (C.fr)
Enterobacter cloacae (E.cl)
Escherichia coli (E.co)*
Klebsiella oxytoca (K.ox)*
Klebsiella pneumonia (K.pn)*
Morganella morganii (M.mo)
Proteus mirabilis (P.mi)*
Pseudomonas aeruginosa (P.ae)*
Serraa liquefaciens (S.li)
Serraa marcescens (S.mar)
Stenotrophomonas maltophilia (S.mal)

(C)

Fungi (abbr.)
Candida albicans (PC)*
Candida dubliniensis (C.du)
Candida glabrata (C.gl)*
Candida guilliermondii (C.gu)
Candida krusei (C.kr)
Candida parapsilosis (C.pa)*

Fig. 2. Detection of Gram-positive bacteria, Gram-negative bacteria and fungi using ddPCR. ddPCR, droplet digital polymerase chain reaction;
NC, negative control (water); PC, positive control. All available 26 pathogen DNA samples were diluted in water. Positive controls included
S. aureus and S. pneumoniae (A), E. coli and P. aeruginosa (B), and C. albicans (C). Abbreviations for pathogens are shown in the tables.
*Most prevalent BSI-causing microorganisms at our gastroenterology department.

challenging technique that can be implemented and performed in a simple laboratory setting. In comparison to
other molecular tests, ddPCR assay does not require
additional (time-consuming and expensive) DNA enrichment steps prior to DNA extraction, such as centrifugation, ﬁltration or microﬂuidic steps, to purify pathogens
(Wellinghausen et al., 2009; Carrara et al., 2013; Loonen
et al., 2014; Stevenson et al., 2016; Knabl et al., 2016;
Pfaller et al., 2016; Pilecky et al., 2018). This

simpliﬁcation ultimately results in a rapid identiﬁcation of
pathogens within 4 h (including 1 h hands-on time),
whereas most molecular tests require 4–8 h, or longer
(Pilecky et al., 2018). Especially in the setting of fungemia, rapid identiﬁcation will likely have signiﬁcant clinical
impact. Here, accumulating evidence underscores the
signiﬁcance of early and appropriate antifungal treatment
as an important driver of outcomes (Kullberg and Arendrup, 2015).
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(A3)

Diluon
1

10
2
10
103
104
5
10
6
10
107

E. coli per ddPCR/qPCR
Reacon (CFU)
55 000
5500
550
55
5.5
0.6
0.1

(A2)

(A4)

(B1)

(B3)

Diluon
101
2
10
3
10
104
5
10
106

Number of C. albicans per
ddPCR/qPCR reacon
20 000
2000
200
20
2
0.2

(B2)

(B4)

Fig. 3. Detection limit of E. coli (A) and C. albicans (B) for ddPCR compared to qPCR. C.al, Candida albicans; CFU, colony-forming units;
ddPCR, droplet digital polymerase chain reaction; NC, negative control (whole blood); qPCR, quantitative polymerase chain reaction; RFU, relative ﬂuorescence units. The amount of pathogens per ddPCR or qPCR reaction is shown in A1 and B1, respectively, determined by 10-fold dilutions of E. coli and C. albicans in PBS (see also Table S4). qPCR results for both E. coli and C. albicans are shown in A2 and B2 respectively.
A3 and B3 show ddPCR droplet results. The ddPCR concentrations per dilution in copies per µl are shown in A4 and B4. For qPCR, E. coli
was not detectable after 104 dilutions, correlating with approximately 50 bacteria (A1, A2). The ddPCR detection limit was near 106 times dilution, resulting in approximately 1 to 2 bacteria per PCR reaction (A1, A3, A4). C. albicans was not detectable after 105 dilutions in qPCR, correlating with approximately 2 fungi (B1, B2). The ddPCR showed a similar detection limit (B1, B3, B4).

The detection limit of ddPCR was low with 1–2
bacteria and 1–2 fungi per PCR reaction. Similar
ddPCR detection limits have been reported in other
settings and mainly depend on the targets and

primer–probe combinations (Wang et al., 2018). Since
ddPCR assay does not include any enrichment steps
prior to DNA extraction, pathogen DNA detection is
based on a single PCR end reaction of 2 µl isolated
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Table 1. Blood culture and ddPCR results of the patient cohort.

Patient

Blood culture results

ddPCR

Bacteria

Gram-positive
bacteria

Gram-negative
bacteria

Fungi

Sequence results of
blood samples

#1
#2
#3
#4
#5
#6
#7

S. aureus (3ﬂ)
Aeromonas sp. (3ﬂ)
C. parapsilosis (1ﬂ)
C. albicans (2ﬂ)
C. parapsilosis (1ﬂ)
Diphtheroid rods (2ﬂ)
CNS (2ﬂ)
E. coli (2ﬂ)
E. faecium (3ﬂ)
S. viridans (1ﬂ)
C. albicans (1ﬂ)
E. faecalis (2ﬂ)
CNS (4ﬂ)
CNS (4ﬂ)
E. faecium (1ﬂ)
S. epidermidis (2ﬂ)
K. pneumonia (3ﬂ)
C. freundii (2ﬂ)
S. marcescens (3ﬂ)
E. coli (2ﬂ)
K. pneumoniae (1ﬂ)
P. mirabilis (1ﬂ)
C. parapsilosis (1ﬂ)
Negative
Negative
Negative
Negative
26 negative cases

–
–
–
+
+
+
+

–
–
–
+
+
+
+

–
–
–
+
–
–
+

–
–
–
–
+
+
–

–
–
–
+
+
–
–

Negative
Negative
Negative
C. albicans
C. parapsilosis
Brevibacterium
Negative

+
+
+

+
+
+

+
+
+

–
–
–

–
–
–

Negative
Negative
Negative

+
+
+

+
+
+

+
–
–

–
+
+

–
–
–

Negative
Negative
S. marcescens

+
+

+
+

–
–

+
+

–
+

Negative
K. pneumoniae
C. parapsilosis

+
+
+
+
–

+
+
+
+
–

+
+
+
–
–

–
–
–
+
–

–
–
–
–
–

Staphylococcus species
Negative
Negative
Negative
N/A

#8
#9
#10
#11
#12
#13
#14
#15

#16
#17
#18
#19
Other

CNS, coagulase-negative staphylococci; ddPCR, droplet digital polymerase chain reaction; ﬂ, ﬂask; N/A, not applicable.
Plus (+) is a positive result, minus (–) is a negative result. The ﬂasks represent the number of blood ﬂasks determined positive for a certain pathogen.

Fig. 4. Selection of relevant patient results. ddPCR; droplet digital polymerase chain reaction, NC, negative control (whole blood), PC, positive control. PCs included S. aureus and S. pneumoniae for Gram-positive bacteria, E. coli and P. aeruginosa for Gram-negative bacteria, and C. albicans
for Candida species. Note 1) patient samples may have been analysed on different days. Every patient sample has been compared with the NC and
PC of that same day. In this ﬁgure, the most representative NCs/PCs for all patients have been selected for display purposes. Note 2) there is a ‘rain’
of droplets between the positive droplet clouds of the PCs. This ‘rain’ consists of droplets with signals positive for both positive controls (see also
Fig. 4).

DNA, including an overload of human DNA and 1–5
pathogen cells. This is in contrast to other systems,
such as the SepsiTest (Molzym, Germany), which
detect approximately 10–80 pathogen cells per

millilitre in an already enriched PCR setting before a
positive result is found, suggesting that ddPCR, at
least in vitro, is a more sensitive method (Stevenson
et al., 2016).
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Table 2. Diagnostic accuracy of the ddPCR.
Bloodstream infection
Sensitivity (95% CI)
Speciﬁcity (95% CI)
LR+ (95% CI)
LR– (95% CI)
PPV (95% CI)
NPV (95% CI)

80
87
6.00
0.23
75
90

(52–96)
(69–96)
(2.33–15.46)
(0.08–0.64)
(54–89)
(76–96)

Bacteria
83
82
4.58
0.20
63
93

(52–98)
(65–93)
(2.13–9.87)
(0.06–0.73)
(44–78)
(79–98)

Gram-positive bacteria
71
89
6.79
0.32
56
94

(29–96)
(75–97)
(2.40–19.17)
(0.10–1.04)
(31–78)
(84–98)

Gram-negative bacteria
67
92
8.67
0.36
57
95

(22–96)
(79–98)
(2.54–29.52)
(0.12–1.12)
(28–82)
(85–98)

Fungi
60 (15–95)
100 (91–100)
N/A
0.40 (0.14–1.17)
N/A
95 (85–99)

CI, conﬁdence interval; ddPCR, droplet digital polymerase chain reaction; LR, negative likelihood ratio; LR+, positive likelihood ratiol; N/A, not
applicable; NPV, negative predictive value; PPV, positive predictive value.

Due to the low amount of pathogen DNA in blood
samples, we performed the ddPCR reaction at least in
quadruple, as a single ddPCR reaction may not even
contain pathogen DNA. It remains the question, however, whether such low pathogen DNA loads are clinically relevant. For some pathogens, such as S. aureus,
very low pathogen loads may remain clinically relevant,
whereas for other species this may not be the case. It is
therefore important to set a lower limit of positive droplets, possibly per pathogen, where BSIs are determined
positive. To lower the ddPCR detection limit even further,
higher loads of DNA in a PCR reaction are required.
Indeed, the addition of higher amounts of isolated DNA
to the PCR reaction increased the number of positive
droplets, but the quality of the droplets decreased at an
amount of ≥ 300 ng. This is likely due to an increased
viscosity, resulting in a wider range of droplet sizes and
signals. Based on these results, we currently recommend to use a maximum of 200 ng of isolated DNA.
According to the manufacturer, high amounts of human
DNA per PCR reaction may indeed negatively affect the
accuracy of DNA quantiﬁcation (Bio-Rad). A solution to
this problem might be digestion of genomic DNA, which
allows a PCR reaction to exceed 1 µg per 20 µl PCR
reaction (containing approximately 25 pathogen cells per
millilitre) without affecting DNA quantiﬁcation. In addition,
digestion may also decrease the scatter of droplets seen
in ddPCR reactions with high loads of DNA.
Currently, based on our small retrospective cohort, the
overall ddPCR sensitivity and speciﬁcity seems in line
with other molecular tests on the market (Makristathis
et al., 2014; Stevenson et al., 2016; Marco, 2017).
Although the sensitivity and speciﬁcity of ddPCR is reasonable, it is obvious that a higher sensitivity and speciﬁcity is desirable in clinical practice. Especially for
detection of fungemia, the sensitivity seems relatively low.
More clinical (head-to-head) studies will need to be performed to establish the relevance of the ddPCR assay in
clinical practice. Several factors may have affected the
sensitivity and speciﬁcity of the ddPCR assay. For example, although blood cultures are considered the gold standard, contamination with other microbes, for instance
during drawing of blood, may have occured (Coopersmith

et al., 2018). In addition, up to half of suspected BSIs
occur while blood cultures do not reveal microbial growth
(Pilecky et al., 2018). This may be due to the presence of
slow-growing pathogens, or because of antibiotic therapy
initiation before blood collection. The 10-year-old frozen
blood samples used in this study may have affected the
quality of the blood samples. In combination with retrospectively collected patient data, this could have had
impact on the test results as well. Furthermore, we cannot
rule out that the PCR assay may have been suppressed
in certain patients, for example due to sample matrix components, such as heparin, immunoglobulins, or iron-associated haemoglobin and lactoferrin (Coopersmith et al.,
2018; Pilecky et al., 2018). Finally, it is yet unclear how
extremely low pathogen DNA loads in the blood circulation (possibly due to previous infections) inﬂuence the
sensitivity and speciﬁcity of the ddPCR (Coopersmith
et al., 2018).
Strengths of this study include its new insights in the
practical abilities of ddPCR, the systematic and broad
set-up of analyses, and the combination of both testing
the feasibility and diagnostic accuracy of this method. In
addition, we focused on clinically relevant outcomes,
such as a sensitive detection of pathogens in whole
blood within a short time frame. The choice for broadrange primers/probes for bacteria and fungi resulted in
potential clinically relevant decision-making steps.
Another strength is the primer–probe combination for
Gram-positive bacteria and fungi, which had a very low
background signal ‘noise’ for the negative controls.
On the other hand, further improvement seems desirable as there is still a substantial background noise for
Gram-negative bacteria for the lower amplitudes (2000–
3000). In the event of very low pathogen DNA loads, this
may limit the detection of these pathogens. Unfortunately, it is yet unclear what causes this background
noise. In contrast to some molecular systems, the current ddPCR assay only discriminates between certain
bacteria on genus level, but not on species level
(Wellinghausen et al., 2009; Carrara et al., 2013; Liesenfeld et al., 2014). As some pathogens have droplet
clouds that overlap, it is sometimes impossible to differentiate between monobacterial and polymicrobial blood
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samples (e.g. two Gram-positive bacteria droplet clouds
with similar amplitudes) or between bacteria (e.g.
between CNS and E. faecium, as in patient #10), while
this is important for clinical decision-making. Thus, modiﬁcations of the ddPCR system seem necessary for clinical practice, for example by adding extra channels to the
device for additional primer–probe combinations
(whether or not on 16S/28S rRNA) to detect pathogenspeciﬁc sequences (e.g. nuc or eap genes for S. aureus
species), but also to allow random access when the system is already running (Hussain et al., 2008; Wang
et al., 2018). Another limitation is that, in line with most
molecular tests, the ddPCR set-up does not provide
information regarding microbial susceptibility to antibiotics (Coopersmith et al., 2018; Pilecky et al., 2018).
Finally, automation of the ddPCR technique seems
desirable for clinical practice, as 1 h hands-on time
requires dedicated personnel, also in the weekends and
nights.
Future research should focus on establishing larger
prospective patient cohorts in various clinical settings,
such as haemodialysis, oncology or home parenteral
nutrition, but also the emergency department and intensive care unit. These studies may help to determine
the relevance of low amounts of positive droplets in
blood samples and deﬁne the ddPCR detection limit in
clinical practice. In addition, studies may investigate the
contribution of patient monitoring during bloodstream
infection treatment, which is particularly helpful in
patients with disseminated infections (Savilampi et al.,
ClinicalTrials.gov). It may be interesting to investigate
correlations between the pathogen load (copies µl1)
and the severity of sepsis as well. Finally, in this study,
total DNA was extracted in the presence of either lysozyme or lyticase. Reason for this separated step of
DNA extraction was the presence of Gram-negative
bacterial DNA in the lyticase formulation. Hence, combining lysozyme and lyticase results in false-positive
outcomes for Gram-negative bacteria. It would be interesting to investigate whether adding DNAse to a mixture of lysozyme and lyticase prevents this problem.
This will likely result in faster, more efﬁcient and less
expensive analyses.
In conclusion, this study shows that the ddPCR technique has considerable potential and that it is able to
detect pathogen DNA in whole blood within a relative
short time span of 4 h. The technique enabled differentiation between Gram-positive bacteria, Gram-negative bacteria and fungi, but also discrimination between certain
bacteria on genus level. Although our relatively small retrospective cohort showed a reasonable sensitivity and
speciﬁcity, additional prospective research is mandatory
to optimize the ddPCR assay and to determine the role of
the ddPCR technique in the clinical setting.

Experimental procedures
Feasibility study
Pathogen samples. Twenty-six DNA samples of
pathogens in various concentrations (range 3.6–
424 ng µl1) were obtained from the Medical
Microbiology department of the Radboud university
medical centre in Nijmegen, the Netherlands.
DNA isolation. Total DNA was extracted from 200 µl
whole blood with or without pathogens using the High Pure
PCR Template Preparation Kit, version 20 (Roche
Diagnostics GmbH, Mannheim, Germany) in the presence
of lysozyme (Sigma-Aldrich, St Louis, MO, USA) for the
detection of bacteria (16S rRNA), or lyticase (SigmaAldrich) for the detection of fungi (28S rRNA). DNA was
isolated according to the manufacturer’s protocol, except
for an elution step of 100 µl instead of 200 µl DNA. DNA
samples with an approximate concentration of 50 ng µl1
were stored at 4–8°C until further use.
Detection and spiking of pathogen (DNA). To determine
whether it was possible to detect pathogen DNA in
water, pathogen DNA (10 ng µl1) was added to water
in a ratio of 1:10–1:100 000. To determine the detection
limit of the ddPCR and qPCR, 10-fold serial dilutions (in
duplo) of E. coli and C. albicans were spiked in both
200 µl phosphate-buffered saline (PBS; for counting)
and 200 µl whole blood (for ddPCR and qPCR). For
counting, E. coli was dispersed on lysogeny broth (LB)
agar plates and colonies were counted the next day. For
counting C. albicans, microorganisms were manually
€rker-Tu
€rk counting chamber.
counted using a Bu
Primers and probes. Two sets of primers (Sigma-Aldrich)
and probes (Sigma-Aldrich, or IDT, Coralville, IA, USA)
were designed for the detection of bacterial 16S rRNA
(including Gram differentiation) and fungal 28S rRNA
(Fig. 1). Primers and probes were designed based on the
most prevalent BSI-causing microorganisms at our
department of Gastroenterology and Hepatology over the
last 40 years, but likely detect additional bacterial and
fungal species (Fig. 2 and Table S1). The primers and
probes were later tested on a total of 26 available
pathogen DNA samples (Fig. 2 and Table S2). The
primers used for the ampliﬁcation of bacterial 16S rRNA
were forward PLK1 and reverse PLK2 (Table S3)
(Klaschik et al., 2002). Two internal hybridization probes
were adapted from Klaschik et al. for Gram-positive
bacteria (GRAM+) and for Gram-negative bacteria
(GRAM); both probes binding the 16s rRNA template
(Klaschik et al., 2002). The 6-ﬂuorescein amidite (6-FAM)
and hexachloro-ﬂuorescein amidite (HEX) were
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covalently bound to the 5 -end of the GRAM + and
GRAM- probe, respectively, for simultaneous detection of
bacterial species.
Ampliﬁcation of the fungal 28S rRNA was performed
using a forward primer (FUNGIf) and two reverse primers
(FUNGIrA and FUNGIrB; 50% each). The internal hybridization probe for fungi was FungiProbe (Table S3). These primers and probes were adapted from Vollmer et al. (2008).
Pathogen DNA detection. The presence of bacterial 16S
rRNA or fungal 28S rRNA was detected separately using
the QX200 Droplet Digital PCR system (Bio-Rad,
Hercules, CA, USA) according to the manufacturer’s
protocol. The ddPCR mastermix had a ﬁnal volume of
22 µl and contained 19 ddPCR Supermix for Residual
DNA Quantiﬁcation (Bio-Rad), 900 nM of forward and
reverse primer, 250 nM probe, 2 µl (approximately
50 ng µl1) of isolated DNA and DNase-free water. In total,
20 µl of the total mixture was used to generate droplets
using the QX200 Droplet Generator (Bio-Rad).
Subsequently, the droplet suspension was transferred into
a 96-wells plate and PCR ampliﬁcation was performed on a
C1000 Terminal Cycler (Bio-Rad) with the following cycling
parameters: 95°C for 10 min, 40 cycles (with ramp rate
2°C s1) of 95°C for 30 s and 61°C for 1 min, and a ﬁnal
step at 98°C for 10 min. The droplets were analysed on the
QX200 Droplet Reader (Bio-Rad), and results were
visualized with QuantaSoft software version 1.7.4 (BioRad). Thresholds were set manually above the negative
(signal-arm) droplets. Droplets above the threshold were
determined positive (signal-rich). A sample was deﬁned
positive when a higher number of droplets/concentration
(copies µl1) was found, when compared to background
control samples. The latter included pooled whole blood
samples of healthy volunteers or water.
ddPCR and qPCR detection limit. A quantitative PCR
(qPCR) analysis was performed to compare the
detection limit of the ddPCR with qPCR. The reaction
mix was produced as described above. A 10-fold dilution
series of E. coli and C. albicans in PBS was performed.
Subsequently, the presence of bacterial or fungal DNA
was detected using the CFX 96 real-time PCR detection
system and analysed with CFX Manager 3.0 (Bio-Rad).
The ﬁnal dilution where pathogen DNA could be
detected by either the ddPCR or qPCR was considered
the detection limit of the PCR reaction.
Sanger sequencing. To verify bacterial 16S rRNA and
fungal 28S rRNA, DNA fragments ampliﬁed by qPCR
were run on an agarose gel and isolated using the
QIAEXII Gel Extraction Kit (Qiagen, Hilden, Germany)
and sequenced with the BigDye Terminator Kit and
ABI3730 capillary sequencer (Perkin-Elmer Applied
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Biosystems, Boston, MA, USA) at the department of
Genetics of the Radboud university medical centre.
Diagnostic accuracy study
Historical patient cohort. To test the diagnostic accuracy
of the ddPCR for detecting BSIs, we analysed historically
collected blood samples (between 2008 and 2010) of adult
patients suspected of a BSI and compared these samples
with blood cultures drawn on the same day combined with
retrospectively collected clinical data. All included patients
were admitted to our department of Gastroenterology and
Hepatology. A BSI was suspected in patients with ≥ 2
SIRS criteria and/or other clinical signs, such as chills and/
or hypotension (Bone et al., 1992).
Blood culture and blood sample analyses. In case a
patient was suspected of having a BSI, at least two sets
of blood cultures (aerobe and anaerobe; BD BACTEC,
BD medical, NJ, USA) were routinely collected and
transported to the department of Medical Microbiology
for cultivation at 37°C for at least 5 days or until positive.
Isolates were identiﬁed at species level using standard
microbiological procedures.
After collecting blood for cultures, 1 ml residual EDTA
blood was frozen (20°C) in a DNA-free tube (Sarstedt,
€mbrecht, Germany) until further use. DNA was isolated
Nu
with lysozyme for the 16S rRNA ddPCR reaction, or with
lyticase for the 28S rRNA ddPCR reaction. Each sample
was measured in quadruple using ddPCR and compared
with background– negative and positive controls. Next, the
ddPCR results were analysed independently by two
research analysts, both of whom were blinded for the diagnosis and treatment of the patients. Finally, their results
were compared with the outcomes of the blood cultures. In
case the ddPCR detected a blood sample positive for a
pathogen, the sample was sequenced and compared with
blood culture results to verify identical pathogens.
Patient data collection and outcomes. The following
baseline characteristics were collected: gender, age,
main underlying disease, presence of diabetes,
parenteral nutrition use and infectious symptoms. Main
outcomes of the diagnostic accuracy study included
sensitivity, speciﬁcity, positive– and negative predictive
value (PPV, NNV), and positive – and negative
likelihood ratio (LR+, LR) of the ddPCR test.
Ethics statement
The ethics committee of the Radboud university medical
centre approved the use of residual whole blood and retrospectively collected data and waived the need for
informed consent (reference number 2018-4582).
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Statistical analysis
Baseline characteristics were presented as medians with
interquartile ranges. Outcomes, such as sensitivity, speciﬁcity, PPV, NNV, LR+, and LR– were descriptive in nature
and expressed in percentages with 95% conﬁdence intervals (95% CIs) or ratio’s with 95% CIs. All statistical analyses were performed with SPSS statistical software
package version 22.0 (SPSS Inc., Chicago, IL, USA).
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Fig. S1. ddPCR droplet generation. ddPCR, droplet digital
polymerase chain reaction. The ddPCR generates 20 000
droplets from a blood sample. PCR ampliﬁcation is carried
out within each of the 20 000 droplets. As the amount of
pathogen DNA in a single droplet is relatively increased
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compared to the background of human DNA, the chance for
detecting pathogen DNA is increased as well.
Fig. S2. Addition of higher volumes of E. coli DNA to the
PCR reaction.
Fig. S3. Overview of all 26 tested pathogens and their
probe binding sites with ddPCR.
Fig. S4. Dilution series of DNA from patient #13 and a DNA
overload of E. coli and S. marcescens (PC).
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